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Many efforts have been made to develop neutron capture
therapy (NCT) for cancer treatment. Among the challenges in
using NCT is the characterization of the features of the mixed
radiation field and of its components. In this study, we ex-
amined the enhancement of the ESR response of pellets of
alanine and ammonium tartrate with gadolinium oxide ex-
posed to a thermal neutron beam. In particular, the ESR re-
sponse of these dosimeters as a function of the gadolinium
content inside the dosimeter was analyzed. We found that the
addition of gadolinium improves the sensitivity of both alanine
and ammonium tartrate. However, the use of gadolinium re-
duces or abolishes tissue equivalence because of its high atom-
ic number (ZGd  64). Therefore, it is necessary to find the
optimum compromise between the sensitivity to thermal neu-
trons and the reduction of tissue equivalence. Our analysis
showed that a low concentration of gadolinium oxide (of the
order of 5% of the total mass of the dosimeter) can enhance
the thermal neutron sensitivity more than 13 times with an
insignificant reduction of tissue equivalence.  2008 by Radiation
Research Society
INTRODUCTION
Neutron capture therapy (NCT) is an experimental cancer
treatment based on the administration of suitable com-
pounds, usually containing 10B or 157Gd, to the tumor cells
before irradiation with neutrons. The choice of 10B or 157Gd
is suggested by the high capture cross section for thermal
neutrons (about 4000 barn and 255,000 barn, respectively)
and by the ability of the secondary particles to release en-
ergy near the capture site. The current status of NCT has
recently been reviewed (1).
To improve the efficacy of this experimental cancer treat-
ment, various microdosimetric models have been developed
1 Address for correspondence: Dipartimento di Fisica e Tecnologie Rel-
ative, Universita` di Palermo, Viale delle Scienze, Edificio 18, 90128 Pa-
lermo, Italy; e-mail: marrale@difter.unipa.it.
to describe all the contributions to the dose inside both
tumor and healthy tissues after thermal neutron irradiation
(2–5). All these theoretical and/or simulation models are
based on the knowledge of the properties of the neutron
beams used. Therefore, many efforts have been made to
characterize as accurately and precisely as possible the fea-
tures of the radiation beams and their components. Many
existing dosimetric techniques have been improved, and
many new dosimetric systems have been discovered and
developed. These techniques include thermoluminescence
dosimetry (6), scintillation dosimetry through lithium gad-
olinium borate (7) and lithium acetate (8), chemical dosim-
etry with chlorobenzene-ethanol-trimethylpentane (9), and
gel dosimetry (10–12).
Many studies have also been carried out with electron
spin resonance (ESR), which detects the effects of ionizing
radiations by measuring the concentrations of paramagnetic
centers produced after exposure to radiation. The ESR tech-
nique has become an international standard for dose mea-
surements through alanine (13). However, in the last decade
various new materials have undergone detailed analyses
and studies designed to improve the effectiveness of ESR
in radiation detection, including various organic and inor-
ganic compounds such as ammonium tartrate (14, 15), lith-
ium lactate (16), magnesium lactate (17), and formates and
dithionates (18). These compounds show good sensitivity
for photon and electron beams, but the response for thermal
neutrons is very inadequate. Therefore, various ways to en-
hance the performance of ESR dosimeters for thermal neu-
tron beams have been examined. The most common way
to increase sensitivity to thermal neutrons is the addition of
nuclei with a high cross section for thermal neutron capture.
However, a high capture cross section is necessary but is
not sufficient for enhancing detection. The energy of the
secondary particles produced after neutron capture needs to
be released inside the dosimeter to be detected. These con-
ditions are satisfied for 6Li, which has a cross section of
about 940 barn and releases a 3H ion and an  particle after
interaction with a neutron. Recently various research
groups exploited these features of 6Li to improve the per-
formance of ESR in neutron detection (19, 20). Another
nucleus used is 10B, which has a cross section of about 3840
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TABLE 1
Elemental Compositions (percentage by weight) of the Gd2O3-Alanine Dosimeters
Batch
Gd2O3 mass
percentage inside
the active material Hydrogen Carbon Nitrogen Oxygen Magnesium Gadolinium
Thicknessa
(mm)
I 0% 8.24 43.02 14.79 33.91 0.04 0.00 2.50
II 3% 8.02 41.89 14.34 33.27 0.04 2.44 2.46
III 5% 7.87 41.12 14.05 32.85 0.04 4.07 2.44
IV 10% 7.50 39.22 13.31 31.79 0.04 8.14 2.38
V 25% 6.39 33.52 11.09 28.61 0.04 20.35 2.20
VI 50% 4.54 24.02 7.39 23.31 0.04 40.70 1.90
a Thickness of the pellets at the various gadolinium percentages.
barn and releases a 7Li ion and an  particle after interac-
tion with a neutron. Several studies have been carried out
on the addition of boric acid enriched with 10B to alanine
pellets (21–24).
In this study, we examined the enhancement of the ESR
response to a mixed field (thermal neutrons and -ray pho-
tons) of alanine and ammonium tartrate pellets with various
concentrations of gadolinium oxide. The isotopes of gad-
olinium that are most sensitive to thermal neutrons are
155Gd and 157Gd, which have capture cross sections of about
75,000 and 255,000 barn, respectively. The total capture
cross section of natural gadolinium is about 50,000 barn,
as determined by considering the abundances of the various
gadolinium isotopes. The reactions of both isotopes with
thermal neutrons are very complex. Furthermore, after ther-
mal neutron capture, these isotopes release Auger electrons
and internal conversion electrons that lose their energy
close to the site of capture. As an example, a simplified
scheme of the reaction of 157Gd with thermal neutrons is:
157Gd  nth → 158Gd* → 158Gd  -ray photons  internal
conversion electrons  Auger electrons.
As mentioned above, 157Gd is used as a sensitizer nucleus
in NCT. The analysis of the ESR response of pellets of
alanine and ammonium tartrate added with gadolinium and
exposed to a mixed field (photons and thermal neutrons) is
needed because, even if the probability of interaction with
thermal neutrons increases with increasing gadolinium con-
tent, the use of this element inside the dosimeter produces
a significant reduction or even the loss of tissue equiva-
lence. Gadolinium has a high atomic number (ZGd  64),
which implies a high probability of interaction with pho-
tons, especially low-energy photons, and therefore the re-
sponse to a photon beam is quite different from the re-
sponse of the soft tissue. The greater the gadolinium con-
tent is, the greater the differences are. Therefore, it is nec-
essary to find the optimum balance between maximizing
the sensitivity to thermal neutrons and significantly reduc-
ing tissue equivalence. In this study, we investigated how
the concentration of Gd2O3 might enhance the neutron sen-
sitivity of the various compounds under analysis compro-
mising the dosimetric properties of these materials.
MATERIALS AND METHODS
Preparation of Pellets
Solid-state pellets for ESR dosimetry were made by using a mixture
of L--alanine (Fluka, Buchs, Switzerland) or ammonium tartrate (Carlo
Erba, Italy) and gadolinium oxide (Gd2O3, Aldrich Chemical Co.) in
known proportions by weight.
The pellets were made by following the procedure described by Bar-
tolotta et al. (25), which involved pressing a blend of 94% the appropriate
active material (Gd2O3-alanine or alanine alone, Gd2O3-ammonium tar-
trate or ammonium tartrate alone), 5% of polyethylene (Polysciences,
MW  700) as binder, and 1% of magnesium stearate (Carlo Erba, Mil-
ano, Italy) as lubricant. The mass of each pellet in this work was 28 mg.
Because of the high atomic number of gadolinium (ZGd  64), the mass
density of the pellets was increased and the thickness was reduced by the
addition of gadolinium.
To investigate the enhancement of the ESR signal, we compared the
ESR signals of six different batches of neutron-irradiated pellets. The
batches consisted of mixtures of alanine and gadolinium oxide and mix-
tures of ammonium tartrate and gadolinium oxide with various mass per-
centages of gadolinium as described in Tables 1 and 2. The Gd2O3 mass
percentages reported in both tables are those of gadolinium oxide inside
the active material of the dosimeter. Pellets about 4 mm in diameter were
obtained. The thicknesses of the pellets of the various blends are also
given in Tables 1 and 2.
Irradiations
Irradiations were carried out inside the thermal column of the TAPIRO
research nuclear reactor at the ENEA Casaccia Center near Rome. The
facility used for thermalizing the fast-neutron beam produced by this
reactor is HYTHOR (HYbrid Thermal spectrum sHifter TapirO Reactor),
which has a beam-shaping assembly (BSA) based on a hybrid Pb-CF2-
RGGraphite neutron spectrum shifter configuration (26). A predominantly
thermal neutron beam (about 90% of the total neutron flux) can be ob-
tained inside the irradiation cavity with a very low -ray background
with the HYTHOR facility. More details are given by Esposito et al.
(26).
Four dosimeters were placed in suitable small cavities inside the Teflon
holders prepared for neutron irradiation and irradiated inside the thermal
column of the TAPIRO nuclear reactor at a thermal neutron fluence of
(18.8  0.2)  1012 cm2 and -ray dose of 1.49  0.02 Gy measured
through the activation gold foils and ionization chamber, respectively.
ESR Measurements
The ESR spectra were recorded at room temperature with a Bruker
ECS 106 spectrometer with a rectangular cavity TE102 operating at ap-
proximately 9.7 GHz. The peak-to-peak intensity of the central line of
the spectrum was chosen as the dose-dependent quantity (27, 28).
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TABLE 2
Elemental Compositions (percentage by weight) of the Gd2O3-Ammonium Tartrate
Dosimeters
Batch
Gd2O3 mass
Percentage inside
the active material Hydrogen Carbon Nitrogen Oxygen Magnesium Gadolinium
Thicknessa
(mm)
VII 0% 6.98 29.53 14.30 49.15 0.04 0.00 2.20
VIII 3% 6.79 28.79 13.88 48.06 0.04 2.44 2.17
IX 5% 6.67 28.30 13.59 47.33 0.04 4.07 2.15
X 10% 6.36 27.07 12.87 45.52 0.04 8.14 2.10
XI 25% 5.44 23.40 10.73 40.04 0.04 20.35 1.95
XII 50% 3.91 17.27 7.15 30.93 0.04 40.70 1.70
a Thickness of the pellets at the various gadolinium percentages.
FIG. 1. ESR spectra of alanine pellets at various concentrations of
gadolinium oxide exposed to the mixed field. The spectra were rescaled
to have the same peak-to-peak amplitude. The factor by which each spec-
trum was multiplied is shown on the left side.
The following ESR recording parameters were chosen to obtain the
highest signal-to-noise ratio for both alanine and ammonium tartrate:
sweep time: 42 s; modulation frequency: 50 kHz; number of scans ac-
cumulated: 3.
Since the total widths of the ESR spectra of alanine and ammonium
tartrate are different, the field sweeps chosen for recording the alanine
and ammonium tartrate signal were 20 mT and 10 mT, respectively. The
modulation amplitude was 0.25 mT for alanine and 0.28 mT for ammo-
nium tartrate. The microwave power was 6.32 mW for alanine and 1.59
for ammonium tartrate.
The dependence of the amplitude of the ESR signal on the orientation
of each pellet inside the resonant cavity reported by Kojima et al. (29)
was taken into account through averaging the ESR peak-to-peak ampli-
tude (hpp) of all samples at four orientations. Then hpp was divided by
the fractional weight content of alanine or ammonium tartrate in the sam-
ple. We used the mean value R of the hpp values of three dosimeters with
the same gadolinium content as the ESR response of the pellet for that
gadolinium content. This procedure allowed for a decrease in the uncer-
tainties associated with ESR measurements.
RESULTS AND DISCUSSION
Dosimeters of pure alanine irradiated with a mixed neu-
tron--ray field show ESR spectra similar to the well-
known spectra of alanine. Dosimeters of pure ammonium
tartrate show an ESR spectrum with a single intense peak
at g 	 2 and two much less intense peaks on both sides of
the principal peak.
In Fig. 1, the ESR spectra of Gd2O3-alanine pellets at
various gadolinium oxide concentrations are compared. The
spectra are rescaled to allow a better comparison of the line
shape. Figure 2 shows the spectra of the pellets of Gd2O3-
ammonium tartrate. The dosimeters of Gd2O3-alanine and
Gd2O3-ammonium tartrate (unlike pure alanine dosimeters
and pure ammonium tartrate dosimeters) also show the ESR
signal due to gadolinium oxide. This signal is very wide
(about 270 mT) and its g factor is about 2 (30, 31). There-
fore, the Gd2O3 signal in the magnetic-field range swept is
linear and gives rise to the baseline shift seen in both Figs.
1 and 2. Since the intensity of this ESR signal is propor-
tional to the amount of gadolinium inside the dosimeter, the
absolute value of the slope of this linear background signal
increases with increasing Gd2O3 concentration. To eliminate
this background signal a baseline correction was performed
on each spectrum of Gd2O3-alanine and Gd2O3-ammonium
tartrate.
Figures 3 and 4 show the spectra for alanine and am-
monium tartrate, respectively, after the baseline correction.
The Gd2O3-alanine spectra at various concentrations shown
in Fig. 3 are similar. Analogous comparisons can be made
for the ESR spectra of the Gd2O3-ammonium tartrate do-
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FIG. 2. ESR spectra of ammonium tartrate pellets at various concen-
trations of gadolinium oxide exposed to the mixed field. The spectra were
rescaled to have the same peak-to-peak amplitude. The factor by which
each spectrum was multiplied is shown on the left side.
FIG. 3. ESR spectra of alanine pellets at various concentrations of
gadolinium oxide after baseline correction. The peak-to-peak amplitude
hpp is also shown.
simeters. The peak-to-peak amplitude hpp for these dosim-
eters was measured after this background elimination.
The ESR signal of the alanine and ammonium tartrate
dosimeters exposed to the mixed field is due to both neu-
trons and -ray photons, and the ESR response to the mixed
field Rn can be assumed to be equal to the sum of the
response to neutrons Rn and the response to -ray photons
R, i.e., Rn  Rn  R. Since we were interested in study-
ing the ESR response due to only neutrons, we used the
calibration curves for -ray photons obtained as described
in our previous papers (30, 31) to remove the -ray con-
tribution from the total ESR signal. In those experiments
we studied the response of a dosimeter of pure alanine and
Gd2O3-alanine (50% Gd2O3 weight percentage) and dosim-
eters of pure ammonium tartrate and Gd2O3-ammonium tar-
trate (50% Gd2O3 weight percentage), respectively, to 60Co
 rays. We found that the addition of gadolinium increased
the -ray sensitivities by approximately a factor of 2 and
decreased the lowest detectable dose. Therefore, in the pres-
ent work, to eliminate the -ray contribution to the signal
in the dosimeters with alanine and ammonium tartrate with
the minimum and maximum gadolinium content (0% and
50%, respectively), we estimated the ESR amplitude due to
-ray photons R by using the experimental calibration
functions for -ray photons and the -ray dose value pro-
vided by the irradiation center, and we subtracted it from
the signal of the pellets exposed to the mixed field. The
ratio R/Rn between the -ray ESR signal R and the total
ESR signal Rn is less than 0.08 for the dosimeters of pure
alanine and pure ammonium tartrate and is less than 0.01
for dosimeters with a 50% gadolinium content.
Since we do not have a -ray calibration function for the
dosimeters of Gd2O3-alanine and Gd2O3-ammonium tartrate
with intermediate gadolinium oxide contents (3, 5, 10 and
25%), we assumed that the -ray photon sensitivities and
thus the ESR signal due to photons increase linearly with
gadolinium content. Under this hypothesis, we estimated R
for these gadolinium concentrations and subtracted it from
the signal to get the Rn of the response due to only the
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FIG. 4. ESR spectra of ammonium tartrate pellets at various concen-
trations of gadolinium oxide after baseline correction. The peak-to-peak
amplitude hpp is also shown.
FIG. 5. Trend of the ESR signal R
n (equal to Rn divided by the max-
imum value of the trend) due to only the neutron component of the mixed
field for Gd2O3-alanine dosimeters. More details on the estimation of Rn
are given in the text. The error bars correspond to 1 SD.
FIG. 6. Trend of the ESR signal R
n (equal to Rn divided by the max-
imum value of the trend) due to the only neutron component of the mixed
field for Gd2O3-ammonium tartrate dosimeters. The error bars correspond
to 1 SD.
neutron component of the mixed field. For all these inter-
mediate values of gadolinium content, the ratio R/Rn is
less than or equal to 0.01. Therefore, these R values are
comparable to or smaller than the experimental uncertain-
ties of the Rn values, which are smaller than 3%.
Figure 5 shows the enhancement of the ESR signal am-
plitude Rn due to neutrons per alanine mass unit as a func-
tion of the gadolinium oxide percentage content for alanine
dosimeters. Figure 6 shows the trend of the ESR signal for
ammonium tartrate. As can be seen in both figures, Rn for
low Gd2O3 content is proportional to the quantity of gad-
olinium oxide inside the dosimeter. As the content of the
additive in the mixture increases, the ESR signal reaches
its maximum value and then decreases. For both the organic
compounds studied, the maximum value is reached when
the mass percentage of gadolinium oxide is about 25% of
the active material inside the dosimeter. The signal is en-
hanced about 30 times for alanine dosimeters and about 20
times for ammonium tartrate dosimeters.
The trend of the ESR peak-to-peak amplitude, which in-
creases with gadolinium content and reaches a maximum
and then decreases, can be explained by considering all the
factors that contribute to the signal and that are competing
each other.
On one hand, with increasing gadolinium content, the
number of targets per unit volume increases and the capture
macroscopic neutron cross section, which is the capture mi-
croscopic cross section times the number of nuclei per unit
volume, increases. Consequently, the capture mean free
path (which is the inverse of the macroscopic neutron cap-
ture cross section) of the thermal neutrons decreases with
increasing gadolinium concentration. In particular, the cap-
ture mean free path  of both pure organic compounds un-
der investigation, calculated by considering the neutron re-
actions with hydrogen ( 	 0.3 barn) and nitrogen atomsCH
( 	 1.8 barn), is several hundred centimeters. For theCN
3% gadolinium concentration , calculated by considering
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FIG. 7. The ratio of the mass energy absorption coefficient of the various mixtures constituted by alanine and
gadolinium oxide to the mass energy absorption coefficient of the soft tissue as a function of the photon energy.
the reaction with gadolinium ( 	 50000 barn) and ne-CGd
glecting the other reactions, is reduced to about 2 mm. Fur-
thermore, increasing the amount of gadolinium inside the
pellet decreases  up to about 0.1 mm for the 50% gado-
linium concentration. Therefore, the probability of inter-
action with thermal neutrons and the number of free radi-
cals produced by the secondary particles released after in-
teraction of gadolinium with neutrons increase. In particu-
lar, a signal enhancement of more than 13 times for both
alanine and ammonium tartrate is observed when the gad-
olinium mass percentage is about 5%.
On the other hand, since all the dosimeters have the same
mass, when the mass percentage of gadolinium oxide is
increased, the amount of the sensitive compound (alanine
or ammonium tartrate) inside the pellet is reduced. There-
fore, even though the number of targets is large for high
gadolinium concentrations, the sensitivity of the pellets de-
creases because the total number of molecules able to pro-
duce free radicals is reduced, and the ESR signal decreases
as a consequence.
As stated previously, the aim of the present study was to
maximize the ESR response in a mixed (n, ) radiation
field. Once this response is known, it is possible to create
a dosimetric system that can discriminate the neutron com-
ponent from the -ray component (32, 33). Since our ap-
proach could be applied to any mixed (n, ) radiation field
with any neutron and photon contributions, to obtain a good
estimation of the photon dose, it is necessary that the ab-
sorption and scattering properties of the pellets for photons
simulate as nearly as possible those of soft tissue or other
reference materials such as water, etc. Therefore, we also
examined the effect of the addition of gadolinium on the
tissue equivalence of the pellets. We calculated the effective
mass energy absorption coefficient (en(E)/)eff of each
blend as the weighted average value of the mass energy
absorption coefficient (en(E)/)elem of the elements consti-
tuting the blend; i.e., (en(E)/)eff  elem felem(en(E)/)elem,
where felem are the mass percentages of elements. This cal-
culation was performed for photon energies ranging from
10 keV to 10 MeV. Then the value at energy E was divided
by the value of mass energy absorption coefficient (en(E)/
)soft tissue of the soft tissue at the same energy E reported by
ICRU (34). The trends of the ratio (en(E)/)eff/(en(E)/
)soft tissue for Gd2O3-alanine and Gd2O3-ammonium tartrate
blends as a function of the photon energy are shown in
Figs. 7 and 8.
For energies above 1 MeV, the ratios for the various con-
centrations of gadolinium oxide are quite similar to each
other. Therefore, in this range of energies, the addition of
the gadolinium does not significantly modify the responses
of the various mixtures to the photon beam. For energies
below 1 MeV, the mass energy absorption coefficient of the
pellets with 50% Gd2O3 become significantly greater than
that of the pellets without gadolinium. Therefore, the ad-
dition of gadolinium greatly influences the response of
these dosimeters to the photon beams. Another feature that
must be noted is the discontinuity just above 0.05 MeV in
these trends. These abrupt increases are the K-absorption
edges of the gadolinium. They result from the fact that
photoelectric absorption involving K-shell electrons cannot
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FIG. 8. The ratio of the mass energy absorption coefficient of the various mixtures constituted by ammonium
tartrate and gadolinium oxide to the mass energy absorption coefficient of the soft tissue as a function of the photon
energy.
occur until the photon energy exceeds the K-shell binding
energy. Therefore, energies just below the edge of the pho-
ton absorption are less probable; for energies just above the
edge, the photoelectric absorption is much more effective.
The differences of the trends become less evident with
decreasing gadolinium concentration, as expected. For low
gadolinium content (3% and 5%), the mass energy absorp-
tion coefficient at low energy is only a few times greater
than in dosimeters without gadolinium. Consequently, for
these concentrations the tissue equivalence is not exces-
sively reduced. On the other hand, a low Gd2O3 content,
e.g. 5%, gives a 13-fold increase in neutron sensitivity, as
stated above. Therefore, to produce a reliable thermal neu-
tron dosimeter that is also tissue equivalent, a compromise
is needed.
In conclusion, the addition of gadolinium results in a
promising improvement of the sensitivity for both alanine
and ammonium tartrate. We studied their ESR signal after
thermal neutron irradiation as a function of the gadolinium
oxide concentration inside the pellets. In particular, for low
gadolinium concentrations, the signal increases with the
amount of gadolinium because the number of the targets
and therefore the number of the secondary ionizing parti-
cles increases. However, since the total mass of the pellets
in this study was kept constant, for high concentrations of
gadolinium, the number of alanine or ammonium tartrate
molecules from which the free radicals are formed is lower
and the ESR signal decreases. Therefore, to maximize the
sensitivity of the pellets a compromise between high gad-
olinium oxide content and a high percentage of sensitive
compound is required. Since gadolinium has a high atomic
number, the addition of gadolinium involves the reduction
of or even the loss of tissue equivalence. Consequently, to
provide a tissue-equivalent ESR dosimeter with improved
sensitivity to thermal neutrons, a low concentration of gad-
olinium oxide (of the order of 5% of the total mass of the
dosimeter) must be chosen.
These experiments could be useful for developing ther-
mal neutron dosimetry techniques applicable to NCT.
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